
How to clean an inner cannula  
with Tracoe Cleaning Powder

Supplies

1. Tracoe Cleaning Powder
2. Tracoe Cleaning Tub
3. Swabs
4. Gauze dressing

1

Prepare a cleaning area.Inner cannulas should be cleaned 
at least daily and more often as 
needed to remove and prevent 
mucus build up and keep tube 
surfaces clean. 

Mix one scoop (about 5 g) Tracoe 
Cleaning Powder with 500 ml tap 
water and place in the Tracoe 
Cleaning Tub. 

2

Place the inner cannula in the mesh 
basket and immerse in cleaning 
solution. 

3

Remove the mesh basket after 
soaking for 10-15 minutes.

4

Remove any remaining mucus on 
the inner cannula with a swab as 
per instructions.  
 
Discard swab after use.

6

Rinse inner cannula in a clean bowl 
of water or under lukewarm tap 
water.

Remaining solution can be reused 
up to 24 hours. 

7

Leave to air dry.  
 
Place in clean and dry storage 
container until next use. 

5

Watch video  
instructions here
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